Proposition for a Certified Standard for Use in Hemoglobinometry: Second and Final Report

Prepared by the Division of Medical Sciences of the National Academy of Sciences – National Research Council

R. Keith Cannan, Chairman

In 1953 the Hematology Study Section of the National Institutes of Health requested the Division of Medical Sciences of the National Academy of Sciences to explore the possibility of establishing a hemoglobin standard for general use throughout the country. In response to this request, the Division in 1954 organized an Ad Hoc Panel for the Establishment of a Hemoglobin Standard under its Subcommittee on Blood and Related Problems.

Dr. George Cartwright, School of Medicine of the University of Utah, accepted the Chairmanship of the Panel. Its members were Dr. David L. Drabkin, University of Pennsylvania Graduate School of Medicine; Lt. Col. William H. Crosby, Jr.; Walter Reed Army Institute of Research; Dr. George Brecher, National Institutes of Health; Dr. Wallace Brode, National Bureau of Standards; Dr. Israel Davidson, Mt. Sinai Hospital, Chicago, representing both the College of American Pathologists and the American Society of Clinical Pathologists; and Dr. A. H. Neufeld, representing the National Research Council of Canada. In 1956 Mr. John Gould succeeded Dr. Brode, and in May, 1957, Dr. Bradley E. Copeland, New England Deaconess Hospital, Boston, and Dr. Donald Brown of the Hackensack General Hospital succeeded Dr. Davidson as representatives of the College of American Pathologists and the American Society of Clinical Pathologists, respectively. The Panel was also fortunate in having the cooperation of Dr. E. J. King of the Postgraduate Medical School of London, who has given his full support to this undertaking.

Most routine methods of clinical hemoglobinometry depend upon the photometric measurement of a blood sample after quantitative conversion of the hemoglobin which it contains into one or another of its derivatives. For the standardization of such a procedure there is needed a color standard which, when measured in the photometer and cuvette in routine use, will establish the relation between instrument reading and concentration of the particular hemoglobin derivative. This relation can then be used in converting instrument readings for unknown samples of blood to concentration of hemoglobin by the use of Beer’s law or by construction of a calibration curve.

The problem, however, is complicated by the fact that several methods

Supported by grant No. H-2145 from the National Heart Institute, National Institutes of Health.
Submitted March 24, 1958; accepted for publication March 28, 1958.
of analysis involving conversion to different forms of hemoglobin are in common use. Each of these methods should have its own standard. Since a multiplicity of standards is neither desirable nor practicable, the Panel decided, early in its deliberations, to select only one method of analysis for which a suitable direct standard would be developed. It should, however, be pointed out that this procedure does not preclude the use of the standard for the indirect calibration of another method. All that need be done is to construct a calibration curve based on the measurement of a small series of normal blood samples by the standardized method and also by the method which the analyst prefers to adopt for routine use.

In the opinion of the Panel, the most significant contribution which could be made to the refinement of clinical hemoglobinometry would be the widespread adoption of a single method of analysis. Failing this, the indirect calibration of other methods with the chosen method offers the only simple photometric means for the comparison of data. The procedure, however, is subject to error if the blood sample contains significant amounts of certain of the abnormal forms of hemoglobin. For example, methemoglobin and carbon monoxide-hemoglobin are quantitatively convertible to cyanmethemoglobin, but not to oxyhemoglobin.

The Panel reviewed the several photometric methods in current use and came to the conclusion that the procedure involving the measurement of hemoglobin as cyanmethemoglobin was the most promising. It offered the following advantages:

1. A simple and accurate procedure has been devised by Drabkin involving the addition of a single reagent to the sample of blood; the method has been adopted by the U. S Army after extensive field trials;
2. The method has been adopted by the U. S Army after extensive field trials;
3. All forms of hemoglobin likely to occur in circulating blood, with the exception of sulfhemoglobin, are determined by the method;
4. The color is suitable for measurement in filter-type photometers as well as in narrow band spectrophotometers because its absorption band in the region of 540 μ is broad and relatively flat; and
5. The U. S. Army has had extensive experience in the use of solutions of cyanmethemoglobin as direct standards and has found these to be satisfactory. The U. S. Army standards have remained unchanged in optical density for extended periods when stored at refrigerator temperatures, provided bacterial contamination was avoided.

On the basis of this evidence, the Panel decided to develop a certified solution of cyanmethemoglobin as a standard and promote an extensive field trial of its suitability. A preliminary report of its recommendations and plans appeared in a number of scientific and technical journals in 1955. This report outlined recommendations of the Panel, described arrangements for the preparation and distribution of certified standard solutions of cyanmethemoglobin, and invited cooperation in an extensive field trial of the use of the standards and of the recommended method of analysis.

More than a thousand laboratories volunteered to cooperate in the trial sponsored by the National Research Council. Distribution of the standards was made with the assistance of the College of American Pathologists, the

*See footnote, next page.
National Association of Clinical Laboratories, the Walter Reed Army Institute of Research, and the National Research Council of Canada. The laboratories not only received descriptions of the procedures for the use of the standards to calibrate photometers, but also directions for the routine determination of hemoglobin in the form of cyanmethemoglobin.

The results of the study were most gratifying. The need for, and the ready and grateful acceptance of, a simple method for the standardization of hemoglobinometers was apparent. The recommended method of analysis was likewise well received. At the onset of the field trial study, only seven per cent of the cooperating laboratories had been determining hemoglobin as cyanmethemoglobin. At the time of the last report, two-thirds of the cooperating laboratories were using this method.

In the first field trial, the standard solutions were prepared from crystalline hemoglobin by Dr. David Drabkin. Three solutions in carefully determined concentrations of approximately 60, 40 and 20 mg. of hemoglobin per 100 ml. were distributed. The optical densities of the final solutions were independently confirmed and a continuing control on stability was maintained in the laboratories of Dr. Brecher, Mr. Gould, Col. Crosby, Dr. King and Dr. Neufeld. Agreement having been reached on the optical density values, the hemoglobin concentrations of the standards in mg. per cent were computed from the optical densities, assuming that the extinction coefficient of cyanmethemoglobin per milligram-atom of iron (55.85 mg.) per liter is 11.5 and that the pigment contains 0.335 per cent of iron.

Two problems were encountered during the course of the field trial study. The first of these was the growth of certain microorganisms observed in some samples in spite of the presence of cyanide. This made it necessary to prepare and to maintain the solutions under sterile conditions. The second problem was a change, unpredictable in degree and not reported by all checking laboratories, of two to six per cent in the optical density, six to nine months after distribution of the standard. Samples from each lot were found to have undergone varying degrees of change, mostly fading, which was compensated in some samples by a comparable increase in turbidity. The standards prepared and distributed by the U. S. Army in its earlier field trial had remained unchanged in optical density for three years. Inasmuch as these solutions had been prepared directly from whole blood or from washed red cells, it was suspected that the manipulation involved in the preparation of the crystalline hemoglobin for the National Research Council standards might have reduced the stability of the pigment. Therefore, a new

*Proteins are not generally regarded as highly stable in dilute solution, even if sterile. In spite of the experience of the U. S. Army the Panel hesitated to adopt a standard to which theoretical objection might be taken and explored other more stable materials. These included colored glasses and solutions of pigments so prepared as to approximate the absorption by cyanmethemoglobin of the spectral transmission of the filters, prisms or gratings employed in photometers and spectrophotometers. These alternatives were rejected because (a) no suitable mixture of pigments suggested itself, (b) it would be necessary to provide a series of glass standards to match the sizes and shapes of commonly used cuvettes, and (c) for some instruments the glasses would also have to match the lens effect of the round cuvettes and their contents.
standard was prepared from washed cells. The new standard was further modified by increasing the concentration of cyanide, since some previous preparations with such higher concentrations had shown greater stability and since the growth of most organisms would be limited by the higher concentration of cyanide.

Since the percentage change in optical density of the first standards was greater with increasing dilution of the hemoglobin pigment, and since cyanmethemoglobin solutions follow Beer's law, the second standard was distributed in only the most concentrated (60 mg. per cent of hemoglobin) of the three dilutions.

The second group of standards, modified as outlined above, was distributed in July and August of 1956. Their stability was determined in the laboratories of Dr. Drabkin, Dr. Brecher, Mr. Gould, and Col. Crosby. The stability was satisfactory for at least nine months from the time of preparation, no change of more than two per cent in optical density being observed.

The members of the Panel have concluded that solutions of cyanmethemoglobin, when prepared, calibrated and handled properly, are acceptable as standards for hemoglobinometry. They recognize that such standards are not ideal in all respects. However, until better standards can be developed, they are of the opinion that the availability of this reagent will greatly simplify the calibration of hemoglobinometers and will greatly increase the accuracy of hemoglobinometry over previously employed practices.

Finally, they encourage further independent investigation in the hope that an even better standard may be developed, particularly one with improved stability and more certain maintenance of sterility.

The National Research Council supplies of the standard cyanmethemoglobin solution are now exhausted and no further production is planned under the auspices of the Academy-Research Council. However, standards are now available from several commercial sources. The NAS-NRC has recommended the establishment of a program of certification of commercially produced cyanmethemoglobin standards to determine conformance with the specifications it has established. In response to the need for the establishment of such a program, as defined by the NAS-NRC, the College of American Pathologists has arranged for certification through the facilities of the laboratory of the American Medical Association in Chicago. On the basis of data obtained through this laboratory, the College of American Pathologists will certify whether commercially produced standards which have been submitted comply with the specifications established by the NAS-NRC. All users are urged to insist that the cyanmethemoglobin standards they purchase commercially carry the certification label of the College.*

Detailed instructions for the preparation of the standards have been published by Crosby. Producers of the standard or instrument manufacturers may obtain technical details on the adaptation to and use of the standard in the various hemoglobinimeters by writing to the Division of Medical Sciences of the National Research Council.

*In Canada discussions are now taking place in order to make one national laboratory responsible for the production and certification of the standard solutions.
The final recommendations of the National Research Council Ad Hoc Panel on the Establishment of a Hemoglobin Standard are as follows:

1. That cyanmethemoglobin be adopted as a standard in clinical hemoglobinometry.

2. That the standard be characterized spectrophotometrically on the basis that the extinction coefficient of one milligram atom of iron (c = 1 mg. atom of iron per liter, d = 1 cm.) in the form of cyanmethemoglobin at a wave length of 540 mμ is 11.5.

3. That 0.338 per cent (w/w) be accepted as the iron content of hemoglobin (molecular weight of 16,520 per gram atom of iron) in accordance with the recent recommendation of the Protein Commission of the International Union of Pure and Applied Chemistry, and that a factor of 1,652 be used in calculating hemoglobin in mg. per 100 ml. from millimoles per liter.

4. That the standard be distributed as a single concentration of not less than 55 mg. of cyanmethemoglobin per 100 ml.

5. That solutions be distributed in brown glass containers and in sterile condition.

6. For the present it is recommended that solutions should be used as standards for a period not to exceed nine months from the time of preparation. This dating period is based upon the results of the National Research Council field trial. As experience accumulates with commercially prepared samples, an extension of the dating period may well be found to be justifiable.

7. That the standard be prepared from either crystalline hemoglobin or washed erythrocytes.

8. That commercial producers of the standards submit representative specimens from each lot to the College of American Pathologists, Prudential Plaza, Chicago 1, Illinois, for certification
   a. that the concentration of cyanmethemoglobin is within ± 2 per cent of the value stated on the label;
   b. that the solution is substantially optically clear; and
   c. that it is microbiologically sterile.

SUMMARIO IN INTERLINGUA

In 1953, le Section Pro Studios Hematologic intra le Institutos National de Sanitate proponeva que le Division de Scientias Medical del Academia National de Scientias e Consilio National de Recerca (NAS-NRC) expborarea le possibilitate de establir un standard de hemoglobinina pro le uso general in omne partes del país. In responsa a iste proponimento, le Division organisava in 1954 un Gruppo de Labor specificamente pro le establimento de un standard de hemoglobina sub le egide del Sub-Committee pro Problemas Hematologic e Afin. Le Gruppo seligeva le methodo photometric a cyanmethemoglobinina como digne de esser recommendate al uso general, non excludente le possibilitate del utilisation de altere methodos que alora esserea calibrate con referentia al methodo standard. Iste decision del Gruppo esseva publicate in un prime reporto in 1955. Numerose laboratorios se declarava preste a collaborar in le interprisa. Ben que al initio solmente 7 pro cento del laboratorios usava le methodo recommendate, iste proportion ha montate usque a duo tertios.
Le presente reporto es le reporto final del Gruppo. Illo contine specificationes detaliate insimul con recommendationes pro un sistema de certification official del solution standard, primo preparate sub le surveilantia del Gruppo mesme sed nunc disponibile ab varie firmas commercial.

REFERENCES

BOOK REVIEW


It is not our usual practice to single out special issues of periodicals for review purposes. In this case, however, an exception is certainly desirable, for in this single issue of some 120 large folio pages one may find no fewer than 22 highly stimulating, authoritative papers devoted to carcinogenesis, including the development of leukemia. In direct charge of this issue is the eminent Director of the Chester Beatty Research Institute, London, Dr. Alexander Haddow. His Introduction, “Causation of Cancer,” and the first article, “Chemical Carcinogens and Their Modes of Action,” are alone worth the price of admission. The reviewer found the article of Professor Green dealing with “Immunological Basis of Carcinogenesis” particularly stimulating, bringing together under one roof, as it were, the concepts of enzyme (”antigen”) deletion and self-replication. Does the latter indicate neoplastic proliferation or is it simply an auto-immune reaction? Court-Brown’s work on “Nuclear and Allied Radiations and Leukaemia” and Mole’s on the ”Development of Leukaemia in Irradiated Animals” are of special interest to our readers.

The January 1959 issue of the Bulletin will be devoted to “Haematology” (14 articles, price £1).

—W. D.